[Relationship of the specifications and informative value of digital X-ray study in pulmonary tuberculosis].
Digital fluorographs used during mass chest screenings have different specifications that affect the diagnostic value of an obtained image. Visualization using on various apparatuses was compared in the context of early detection of tuberculosis of the most important skialogic signs of tuberculosis. The findings make it possible to substantively appraise the capacities of digital X-ray systems in detecting the early signs of tuberculosis and monitoring its process over time.